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Abstract: A Fabry–Pérot acoustic sensor based on a graphene oxide membrane was developed with
the aim to achieve a faster and simpler fabrication procedure when compared to similar graphene-
based acoustic sensors. In addition, the proposed sensor was fabricated using methods that reduce
chemical hazards and environmental impacts. The developed sensor, with an optical cavity of
around 246 µm, showed a constant reflected signal amplitude of 6.8 ± 0.1 dB for 100 nm wavelength
range. The sensor attained a wideband operation range between 20 and 100 kHz, with a maximum
signal-to-noise ratio (SNR) of 32.7 dB at 25 kHz. The stability and sensitivity to temperatures up
to 90 ◦C was also studied. Moreover, the proposed sensor offers the possibility to be applied as a
wideband microphone or to be applied in more complex systems for structural analysis or imaging.
Keywords: Fabry–Pérot interferometer; fiber optic sensor; acoustic sensor
1. Introduction
Fiber optic acoustic sensors have been extensively investigated for different applica-
tions due to the small size, immunity to electromagnetic interference, and resistance to
harsh environments provided by optical fiber. Acoustic sensors are an essential element
with a wide range of applications in geophysics for seismic event detection [1,2], or for
petroleum exploration [3] and in pipeline leakage [4]. This sensors also play an important
role in underwater acoustic sensing [5], with applications in the military field [6], for
example, in biomedical applications [7–9], and in structural health monitoring [10–12].
Optical fiber sensors for acoustic waves detection is based in different mechanisms
including photoacoustics [13], with special interest in the biomedical field [14,15], inter-
ferometry [16,17], among other [18–20]. In particular, interferometry-based sensors have
found many research interests due to the compact size and simple fabrication. Most inter-
ferometric acoustic sensors are composed by a Fabry–Pérot cavity with a diaphragm or
membrane acting as a mirror, capable of deflecting when exposed to pressure variations.
Mechanical, optical, and chemical properties of the membrane, along with its geometry, are
of utmost importance in the sensor design as it determines the sensitivity, working range,
and stability of the sensor, among other sensor characteristics. Different membrane materi-
als have been proposed in literature for the fabrication of Fabry–Pérot based sensors, like
fused silica [21,22], metals [23,24], or polymers [25]. Recently, there has been much research
on graphene and graphene-based materials due to the compelling material properties.
Several works based on Fabry–Pérot interferometers with graphene and graphene-based
materials have already been developed for different sensing applications [26–28]. Among
these, acoustic fiber sensors based on graphene diaphragms have been proposed recently
in literature [29–31]. Even though pristine graphene offers better mechanical properties
when compared to graphene-based materials, such as graphene oxide (GO) or reduced
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graphene oxide (r-GO), the diaphragm fabrication relies on expensive and time-consuming
techniques, such as chemical vapor deposition (CVD) and chemical etching. To overcome
this limitation, Yu Wu et al. [32] proposed a microphone based on a GO membrane with
controlled thickness around hundreds of nanometers. The fabrication technique is initiated
by dissolving GO powder in deionized water, at a controlled concentration. The concentra-
tion of the GO solution can be used to control the membrane. Afterwards, the GO solution
is placed on a copper foil and heated to remove water and form a membrane. The copper
substrate is then removed by chemical etching. The GO membrane is finally placed afloat
in a deionized water container and then attached to a glass tube via Van der Waals force.
The proposed sensor attained a minimum detectable pressure of 10.2 µPa/Hz1/2, and a flat
response for frequencies between 100 Hz and 20 kHz. Although the fabrication method
of the proposed sensor does not rely on CVD, it still needs chemical etching, and the
attained device frequency range is modest from what one can expect for such a membrane
thicknesses.
In this work, an acoustic sensor based on a graphene oxide membrane is presented.
The proposed sensor is fabricated using the method similar to the recently proposed by
Chen Li et al. [27]. Contrary to acoustic sensors based on graphene oxide membranes
presented in literature, in this work the membrane is fabricated using a simpler procedure
that does not rely on tricky chemical etching, and, consequently, reduces chemical hazards.
The diaphragm is dip coated to a 246 µm length silica capillary. The frequency response
was investigated in the 20 to 100 kHz frequency range, where a maximum signal-to-noise
ratio of 32.7 dB at 25 kHz was achieved. The influence of temperature on the performance
of the sensor and in membrane stability was also studied for temperatures between 16 ◦C
and 90 ◦C.
2. Materials and Methods
2.1. Sensor Fabrication
The sensor assembly procedure can be divided in two processes: the air cavity as-
sembly and the deposition of the GO membrane. The air cavity was achieved by fusion
splicing a single mode fiber (SMF) to a hollow silica capillary. The silica capillary presented
an inner diameter of around 75 µm and an outer diameter of 125 µm, equal diameter as the
SMF. The fusion splicing process was achieved using a fusion splicer machine (Type-71C,
Sumitomo Electric, Osaka, Japan) in a manual setting. The fusion process was performed
centered at the SMF, using a lower power electric arc. This process avoids the collapse of
the capillary in order to minimize losses at the interface [33]. Afterwards, the capillary was
cleaved to the desired length using a fiber cleaver. The cleaving process was controlled by
a stereoscopic to analyze capillary length as well as cleave quality.
The deposition of the GO membrane, followed a similar method presented by Cheng
Li et al. [27]. This process was carried out by dip coating the capillary free end face in
a water dispersion of GO with a concentration of 4 mg/mL. The GO was acquired from
Sigma Aldrich and diluted in ultra-pure water (Milli-Q water, Merck KGaA, Darmstadt,
Germany). In order to achieve a better control and reproducibility of the dip coating process,
the sensor was mounted on a translation stage with controllable velocity. Afterwards, the
fiber was placed in an oven at 60 ◦C for one hour to allow water evaporation, forming
the GO diaphragm at the tip of the capillary through Van der Walls interactions [27,34].
By forming the GO membrane directly on the sensor, chemical etching and transferring
processes are eliminated. The attained sensing device structure is presented in Figure 1a.
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Figure 1. (a) Sensor fabrication process: silica capillary fusion spliced to the single mode fiber (SMF) and cleaved to the 
desired length; graphene oxide (GO) dip coating; and finally, the sensor is placed on a furnace for 1 hour at 60 °C ; (b) 
microscope photograph of the sensing structure with the GO diaphragm at the tip of the silica capillary. 
A scanning electron microscope (SEM) image of a GO membrane is also presented in 
Figure 2a. The attained membrane is mainly homogeneous with a central region with 
higher density. The radius of the membrane is determined by the internal radius of the 
silica capillary, which is 75 µm, and the thickness of the membrane can be estimated using 
SEM images of ruptured membranes as presented in Figure 2b. For this, several 
membranes were fabricated and ruptured using an ASE (amplified spontaneous 
emission) light source with 100 mW peak power. An approximated value of 40 nm was 
attained, less than half of the value presented by Yu Wu et al. [32]. 
  
Figure 1. (a) Sensor fabrication process: silica capillary fusion spliced to the single mode fiber (SMF) and cleaved to the
desired length; graphene oxide (GO) dip coating; and finally, the sensor is placed on a furnace for 1 h at 60 ◦C; (b) microscope
photograph of the sensing structure with the GO diaphragm at the tip of the silica capillary.
A scanning electron microscope (SEM) image of a GO membrane is also presented
in Figure 2a. The attained membrane is mainly homogeneous with a central region with
higher density. The radius of the membrane is determined by the internal radius of the
silica capillary, which is 75 µm, and the thickness of the membrane can be estimated using
SEM i ages of ruptured me branes as presented in Figure 2b. For this, several membranes
were fabricated and ruptured using an ASE (amplified spontaneous emission) light source
with 100 mW peak po er. An approximated value of 40 nm was attained, less than half of
the value presented by Yu Wu et al. [32].






Figure 2. SEM image of a (a) sealed GO membrane and (b) a ruptured GO membrane and respective thickness evaluation. 
2.2. Working Principle 
2.2.1. Fabry–Pérot Interferometer 
The sensor composed by a GO membrane deposited on a silica capillary that acts as 
a spacer between the membrane and the optical fiber. The deflections suffered by the 
membrane due to pressure variations lead to a change of the sensor optical cavity length. 
This, in turn, translates into a wavelength shift of the reflected spectrum. 
Considering the low reflectivity of the graphene oxide diaphragm and in the interface 
between silica and air, as well as the low diaphragm thickness, the sensor can be regarded 
as a two-mirror Fabry–Pérot. In this structure, the total reflected light intensity is given 
by: Ir λ I1 I2 2 I1I2 cos 4πnLλ , (1) 
where I and I  are the intensity of the light reflections at silica/air and in air/GO interface 
correspondingly, L is the cavity length, n is the cavity refractive index and λ is the light 
wavelength. 
2.2.2. Acoustic Transduction Mechanism 
Acoustic waves generate a variation of pressure near the sensor leading to small 
diaphragm deflections proportional to the applied acoustic pressure. In turn, the 
diaphragm deflection induces a cavity length variation that translates into a wavelength 
shift of the reflected spectrum. 
Considering the geometry of the sensor, and assuming a flat and uniform diaphragm 
thickness, an homogeneous diaphragm material and small deflections, the displacement 
of the diaphragm at a distance 𝑟 from the center of the diaphragm caused by an applied 
pressure with modulus equal to P can be calculated by [35]: 𝑑 𝑟 3 1 𝜇 𝑃16𝐸ℎ 𝑅 𝑟 , (2) 
where µ is the Poisson′s ratio, 𝐸 is the Young′s modulus, ℎ is the thickness, and R is the 
diaphragm radius. The maximum deflection, that occurs at the center of the diaphragm 
(𝑟 0) is linearly proportional to the applied pressure, for frequencies far below the first 
resonance frequency, which can be obtained from [35]: 
Figure 2. SEM image of a (a) sealed GO membrane and (b) a ruptured GO membrane and respective thickness evaluation.
2.2. Working Principle
2.2.1. Fabry–Pérot Interferometer
The sensor composed by a GO membrane deposited on a silica capillary that acts
as a spacer between the membrane and the optical fiber. The defle tions suffered by he
membrane due to pressur va iations lead t a change of the sensor optical cavity leng .
This, in turn, translates into a wavelength shift of the r flected spect um.
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between silica a d air, as w ll as the low diaphragm thickness, the sensor can be regarded
as a two-mirror Fabry–Pérot. In this structure, the total reflected light i tensity is given by:








where I1 and I2 are the intensity of the light reflections at silica/air and in air/GO interface
correspondingly, L is the cavity length, n is the cavity refractive index and λ is the light
wavelength.
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2.2.2. Acoustic Transduction Mechanism
Acoustic waves generate a variation of pressure near the sensor leading to small di-
aphragm deflections proportional to the applied acoustic pressure. In turn, the diaphragm
deflection induces a cavity length variation that translates into a wavelength shift of the
reflected spectrum.
Considering the geometry of the sensor, and assuming a flat and uniform diaphragm
thickness, an homogeneous diaphragm material and small deflections, the displacement
of the diaphragm at a distance r from the center of the diaphragm caused by an applied












where µ is the Poisson′s ratio, E is the Young′s modulus, h is the thickness, and R is the
diaphragm radius. The maximum deflection, that occurs at the center of the diaphragm
(r = 0) is linearly proportional to the applied pressure, for frequencies far below the first






3ρ(1− µ2) , (3)
where ρ is the mass density of the diaphragm, and kmn is a constant coefficient dependent
on the vibration mode. For the first resonant mode, this parameter is given by k11 = 3.196.
In order to determine the operation range of the sensor, the first natural frequency
was calculated. For GO, the Young′s modulus is set around 78 GPa [32], the Poisson′s ratio
is 0.165, and the mass density 2.2× 103 kg/m3 [31]. Considering a membrane diameter of
75 µm with 40 nm thickness, the first resonant frequency is approximately 288 kHz. Ideally,
the resonant frequency should be at least three times higher than the input frequency [15],
meaning that the maximum operation frequency should be around 96 kHz.
3. Results and Discussion
3.1. Fabry–Pérot Interferometer
The interrogation system used for optical characterization of the optical cavity was
composed by a broadband source, an optical circulator, and an optical spectrum analyzer
(AQ6370C, Yokogawa Electric Corporation, Tokyo, Japan) with a resolution of 0.5 nm, as
presented in Figure 3.
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e reflected spectrum, shown in Figure 4, presented constant amplitude of 6.8± 0.1 dB
and a free spectral range of 2.5 nm, corresponding to an optical cavity length of approx-
imately 246 µm. The value obtained by the reflected spectrum is in accordance with the
measured value through the microscope image.
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actuator (P286, Physik Instrumente, Karlsruhe). The frequency of the acoustic waves was 
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of 2.4 Pa, value calculated at 20 kHz, assuming a constant sound level sensitivity of 10 
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microphone, as presented in Figure 6, where the temporal signal from the two 
microphones (electrical and optical) is demonstrated for a frequency of 25 kHz. The signal 
from the electric microphone also served to ensure that the input acoustic pressure was 
constant. 
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i l t ti l fi t t l t i i l t
, as pres nted in Figure 6, where the temporal signal from the two microphones
(electrical and optical) is emonstrated for a f equency of 25 kHz. The signal from the
electric microphone also served t ensure hat the input acoustic press re was constant.
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The Fast Fourier transform (FFT) of the output signal allows to determine the readout
frequency as well as the signal to noise (SNR) of the optical sensor. The FFT for applied
frequencies between 20 and 100 kHz is presented in Figure 7a. The SNR was calculated
assuming a constant noise level for all frequencies. The SNR values varied between a
minimum of 14.3 dB, for a frequency equal to 60 kHz, and a maximum of 32.7 dB, for a
frequency of 25 kHz. The SNR values for the studied frequencies is presented in Figure 7b.
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The directional response of the sensor was studied by varying the angle between the 
sensor and the piezoelectric actuator , maintaining frequency and amplitude constant. The 
directional response, presented in Figure 8, attained a maximum SNR value of 33.4 dB for 
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for the different input acoustic wave frequencies.
3.3. Directional Response
The directional response of the sensor was studied by varying the angle between the
sensor and the piezoelectric actuator, maintaining frequency and amplitude constant. The
directional response, presented in Figure 8, attained a maximum SNR value of 33.4 dB
for an angle of around −10◦ between the sound source and the sensor. This may be due
to small misalignment of the sensor regarding the sound source position. For angles of
magnitudes between 20◦ and 90◦ the SNR decreases monotonically to a minimum of 12 dB
at 80◦ angle.
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After cooling to room temperature, fringe contrast does not return to the initial value, 
indicating a decrease of membrane quality. 
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3.5. Temperature Response
To evaluate temperature influence, the sensor was placed in a low-temperature
ov n and was heated between room temperature (16.5 ◦C) and 90 ◦C. The ariation
of temperatur caused a wav length shift and a decrease of fringe visib li y, as can be
seen in Figure 10a. Th linear shift caused by t mperature increase present d a rate of
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80.8 ± 0.1 pm/◦C as shown in Figure 10b. The achieved temperature sensitivity is in accor-
dance to literature [26], where a sensitivity of 0.87 nm/◦C, corresponding to 87 pm/◦C, was
attained for low temperature range. Temperature increase also induced a decrease of fringe
visibility, monotonically decrescent for temperatures up to 45 ◦C. For higher temperatures,
the visibility is maintained constant with a fringe contrast equal to 4 dB. After cooling to
room temperature, fringe contrast does not return to the initial value, indicating a decrease
of membrane quality.
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°C and 90 °C; (b) wavelength shift with temperature. 
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structures. 
Diaphragm Characteristics 
MDP Frequency Reference 
Material Thickness Diameter 
Graphene 100 nm 125 µm 59.5 µPa/Hz1/2 @10kHz 0.2 to 22 kHz [29] 
Graphene 10 nm 1 mm 
0.77 Pa/Hz1/2 @5Hz 
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acoustic sensors with graphene-based diaphragms. 
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Graphene 100 nm 125 µm 59.5 µPa/Hz1/2 @10 kHz 0.2 to 22 kHz [29]
Graphene 10 nm 1 mm 0.77 Pa/Hz
1/2 @5 Hz
33.97 µPa/Hz1 2 @10 kHz
5 Hz to 800 kHz [30]
Graphene-silver composite 6.36 nm 80 µm - 0.5 to 30 kHz
[31]Graphene 4 atomic layers 147 µm - 0.5 to 20 kHz
Graphene oxide 100 nm 1.8 mm 1.8 µPa/Hz1/2 @20 kHz 0.1 to 20 kHz [32]
Graphene oxide ~40 nm 75 µm 478 µPa/Hz1/2 @25 kHz 20 to 100 kHz This work
4. Conclusions
An optical fiber acoustic sensor based on a graphene oxide diaphragm has been
demonstrated. The presented sensor was attained through a very simple fabrication
procedure, which do not require harmful chemical products, when compared to similar
acoustic sensors with graphene-based diaphragms.
The sensor achieved a wideband frequency region of operation between 20 and
100 kHz, which is fairly good when compared to graphene oxide based acoustic sensors.
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A maximum SNR value of 32.7 dB was attained at a frequency of 25 kHz. Temperature
characterization was also carried out, achieving a linear wavelength shift of 80.8 pm/◦C
for temperatures between 16 and 90 ◦C.
In future work, temperature compensation mechanisms can be added to reduce the
influence of thermal fluctuations on the sensor response. Furthermore, considering that
temperature may change the mechanical properties of the diaphragm, dynamic studies can
be carried out to evaluate the acoustic response of the sensor at different temperatures. The
proposed sensor offers the possibility to be applied as a microphone, or to be integrated in
more complex imaging systems in fault detection systems in gas pipelines or engineered
structures, for example.
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